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Study of thermal and acoustic noise interferences in low stiffness AFM
cantilevers and characterization of their dynamic properties
Mokrane Boudaoud, Yassine Haddab, Yann Le Gorrec and Philippe Lutz1
FEMTO-ST Institute, UMR CNRS 6174 - UFC / ENSMM / UTBM Automatic Control and Micro-Mechatronic
Systems Department (AS2M). 24, rue Alain Savary 25000 Besanc¸on FRANCE.a)
The Atomic Force Microscope (AFM) is a powerful tool for the measurement of forces at the micro/nano scale
when calibrated cantilevers are used. Besides many existing calibration techniques, the thermal calibration is
one of the simplest and fastest methods for the dynamic characterization of an AFM cantilever. This method
is efficient provided that the Brownian motion (thermal noise) is the most important source of excitation
during the calibration process. Otherwise, the value of the spring constant is underestimated. This paper
investigates noise interference ranges in low stiffness AFM cantilevers taking into account thermal fluctuations
and acoustic pressures as two main sources of noise. As a result, a preliminary knowledge about the conditions
in which thermal fluctuations and acoustic pressures have closely the same effect on the AFM cantilever (noise
interference) is provided with both theoretical and experimental arguments. Consequently, beyond the noise
interference range, commercial low stiffness AFM cantilevers are calibrated in two ways: using the thermal
noise (in a wide temperature range) and acoustic pressures generated by a loudspeaker. We then demonstrate
that acoustic noises can also be used for an efficient characterization and calibration of low stiffness AFM
cantilevers. The accuracy of the acoustic characterization is evaluated by comparison with results from the
thermal calibration.
Keywords: Atomic Force Microscope, thermal noise, acoustic noise, micro-cantilevers, calibration process
I. INTRODUCTION
The Atomic Force Microscope (AFM) is one of the fun-
damental scientific instruments for high resolution sur-
face topography at atomic scale 1, micro/nano force mea-
surements 2, biological cell characterization 3, chemical
identification of individual surface atoms 4, etc. More-
over, it is widely used as a manipulation tool 5,6 at the
micro and nano scale. For a measurement of the force,
an accurate estimation of the spring constant (stiffness)
of the AFM cantilever is crucial. Indeed, the spring con-
stant can vary greatly from the value quoted by the man-
ufacturers due to dimension uncertainties. Several cali-
bration methods have been consequently reported in the
literature and can be classified into three main classes:
theoretical 7, static 8 and dynamic 9. Some of them are
presented in TABLE I. Each method is specified by the ac-
curacy, applicability, simplicity and duration of the pro-
cedure. The calibration method to be used for a given
application can be consequently defined. For instance,
the nanoindentation is one of the most accurate methods,
but cannot be applied on very soft cantilevers. More-
over, the dynamic added mass method is also accurate,
but time consuming with a high potential damage for the
cantilever.
The thermal noise method became very popular in the
two last decades 15,20–22 because of its high simplicity,
ease of use and applicability to arbitrarily shaped and
coated cantilevers. Moreover, this method allows the de-
termination of the spring constant of higher modes 23.
a)Electronic mail: (mokrane.boudaoud, yassine.haddab, legorrec,
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For the fundamental mode, the first peak of the ther-
mal spectrum is related back to the spring constant of
the cantilever. Nevertheless, the accuracy of the ther-
mal noise method depends on the resolution and the fre-
quency bandwidth of the position measurement system
(e.g. laser interferometer, photodiodes, etc.). The lat-
ter must be able to capture the overall area under the
fundamental peak of the thermal spectrum for an accu-
rate derivation of the spring constant. For this reason,
the thermal method is rarely used for the calibration of
stiff cantilevers (spring constant > 1N/m) 8,24. On the
other hand, in low stiffness cantilevers, a major source of
calibration errors stems from noises that can be misin-
terpreted to be thermally driven cantilever. Indeed, the
thermal method can be highly inaccurate if interference
with other noise sources (acoustic or mechanical noise
from the environment) occurs during the characteriza-
tion process leading to an underestimation of the spring
constant. This issue has been raised in many publica-
tions 18,25 and remains unanswered. Although the ther-
mal fluctuations are often considered as a major source
of noise in the AFM, studies demonstrate that acoustic
noises have also an important effect on microelectrome-
chanical systems (MEMS) 26,27. As such, it is important
to evaluate independently the effect of acoustic and ther-
mal noises on low stiffness AFM cantilevers and to define
through models and experiments the conditions in wich
one of the two sources of noise is predominant to be used
during a characterization process.
This paper investigates thermal and acoustic noise in-
terferences in low stiffness AFM cantilevers. For this
purpose, models are used to describe the root mean
square (r.m.s) free end deflection of an AFM cantilever
in response to thermal fluctuations and acoustic noises.
From this modeling approach, analytical expressions of
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TABLE I. Summary of significant aspects of the published spring constant determination technique approaches.
Method and class Accuracy Ease of use Main demerits
Reference cantilever10,11 (static) 15− 40%12 Medium Difficult to set one cantilever on the other accurately;
both cantilevers must have spring constant values
close to each other
Piezolever8 (static) − Medium Any error in the alignment of the contact
piezolever/cantilever induces an inaccurate estima-
tion of the spring constant
Nanoindentation13 (static) 10%14 Medium The method can’t be applied to very soft cantilevers
8
Thermal noise 15 (dynamic) 5− 20%12 High Inaccurate if interferences with other noise sources
occur during the characterization process; the need of
a position sensor with a high resolution and a large
frequency bandwidth
Sader16 (dynamic) 10− 30%17 High Requires a accurate knowledge of the Reynolds num-
ber of the fluid surrounding the cantilever; requires
precise values of the cantilever’s length, width, reso-
nant frequency and quality factor
Cleveland 9 (dynamic) 10− 30%17 High The length, width, resonant frequency and material
properties of the cantilever must be accurately known
Dynamic added mass9 (dynamic) 10%14 Low An accurate calibration of the added masses and
point of loading are required; time consuming; high
potential damage for the cantilever
Finite difference 7, parallel beam
approximation 19 (theoretical)
> 10%18 Medium Requires accurate values of the cantilever dimensions
and Young’s modulus
the thermal and acoustic sensitivities of the cantilever
are defined. For the thermal noise, the model is derived
from the equipartition theorem and for acoustic noise,
the model is based on assumptions of uniform and or-
thogonal waves. Models are validated experimentally in a
wide range of operating conditions using commercial low
stiffness AFM cantilevers. A Peltier module is used for
temperature variation and a specific loudspeaker is used
for the acoustic characterization. As a result, a prelimi-
nary knowledge of the level of interference between such
sources of noise in low stiffness cantilevers is provided.
Consequently, when acoustic noises are predominant (be-
yond the noise interference range), we demonstrate with
experiments that this source of noise can be used for an
efficient characterization of the studied cantilevers based
on the proposed acoustic sensitivity model. The accuracy
of the acoustic characterization is evaluated by compari-
son with results from the thermal calibration.
II. MODELS OF THERMAL AND ACOUSTIC
SENSITIVITIES OF THE AFM CANTILEVER
A. Euler Bernoulli beam equation and eigenmode
decomposition
In a given environment, an AFM cantilever is subject
to different sources of noise (thermal, acoustic, mechani-
cal,...) leading to vibrations. The vibrations z(x, t) along
the z axis (Fig. 1) can be described by a partial differen-
tial equation using the Euler Bernoulli beam theory. For
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FIG. 1. Simplified scheme of an AFM cantilever subject to
thermal and acoustic noises.
the case of a free undamped cantilever:
E.I.
∂4z(x, t)
∂x4
+ ρ.S.
∂2z(x, t)
∂t2
= 0 (1)
Where E is the Young’s modulus, I is the second moment
of inertia of the cross section, ρ is the mass density and
S is the cross sectional area.
Equation (1) can be solved by the method of separation
of variables (eigenfunction expansion), leading to 28:
z(x, t) =
∞∑
n=1
φn(x).e
j.ωn.t (2)
Where φn(x) is a set of normalized orthogonal eigenfunc-
tions that satisfies the following eigenequation:
φn(x) = (sin(αn) + sinh(αn)).(cos(
αn
L
.x)− cosh(αn
L
.x)) (3)
− (cos(αn) + cosh(αn)).(sin(αn
L
.x)− sinh(αn
L
.x))
L is the length of the cantilever.
Each term in the sum of equation (2) represents a vi-
bration mode with a frequency ωn, and a specific constant
αn. For a cantilever stucture: α1 = 1.875.
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Considering the deflection of the free end of the can-
tilever (x = L), each vibration mode can be described as
an oscillator with an effective spring constant keffn and
an effective mass meffn , defined as
29:
keffn =
E.I
φ2n(L)
.
∫ L
0
(
φ′′n(x)
)2
.∂x =
3.E.I
L3
(4)
meffn =
ρ.S
φ2n(L)
.
∫ L
0
φ2n(x).∂x =
3
α4n
.ρ.S.L (5)
The dynamic equation of a vibration mode n can then
be represented using a second order differential equation
28,30, in which a quality factor Qn can be added to express
the damping of the system:
meffn .
∂2zn(t)
∂t
+
meffn .ωn
Qn
.
∂zn(t)
∂t
+ keffn .zn(t) = Fnoise (6)
All external (acoustic, ground motion) and internal
(thermal noise) noises are set in the Fnoise variable.
B. Derivation of the thermal and acoustic sensitivities of
the AFM cantilever
At a given temperature, the AFM cantilever is sub-
ject to random Brownian motions around an equilibrium
position. Such motion is usually called thermal noise.
The thermal noise theory is derived from the equiparti-
tion theorem 31 which states that in thermal equilibrium,
the thermal energy is evenly distributed over all degrees
of freedom of a given system with a mean value equal to
1
2
.Kb.T , where Kb is the Boltzman constant and T is the
temperature expressed in Kelvin.
The Power Spectral Density (PSD) of the thermal noise
at the free end of the cantilever is expressed at a vibration
mode n as 15:
Sd(f) =
2.Kb.T
keffn .pi.fn
.
Qn
(1− (f/fn)2)2.Q2n + (f/fn)2
(7)
According to this, the root mean square (r.m.s) de-
flection of the free end of the cantilever can be deduced
for each vibration mode n by integrating the PSD in a
convenient frequency interval 2∆f32:
〈zthermal〉n =
√√√√√√
fn+∆f∫
fn−∆f
Sd(f)∂f =
√
Kb.T
keffn
(8)
We define the thermal sensitivity as the r.m.s deflection
of the first vibration mode, such as:
〈r.m.sthermal〉T = 〈zthermal〉1 =
√
Kb.T
keff1
(9)
Equation (9) is also the basis of the thermal calibration
method: at a given temperature T , the spring constant
of an AFM cantilever keff1 can be calculated by measur-
ing the root mean square deflection of the first vibration
mode from the PSD spectrum.
In addition to the thermal fluctuations, other sources
of noise disturb an AFM cantilever (ground motion and
acoustic noises notably). In 33,34, we have studied ground
motion in a laboratory environment and we found it to
be little significant above 350 Hz. This source of noise
does not affect an AFM cantilever around its resonant
frequency which is generally well above the ground mo-
tion’s frequency bandwidth. However, in this work we
observed that acoustic noises have a much higher effect
on low stiffness micro-cantilevers. Acoustic noises are
modeled as uniform and orthogonal waves.
Then, to asses the acoustic sensitivity of the AFM can-
tilever, we have used the static analytical expression of
the cantilever deflection zxlstatic along z axis, subject to
a uniform distributed load P per unit length 35:
zxlstatic
=
P.x2l
24.E.I
.(x2l − 4.L.xl + 6.L2)⇒ zLstatic =
P.L4
8.E.I
(10)
Where xl is the distance between a point on the cantilever
and the clamped part along x axis (0 < xl < L).
In dynamic mode, considering the case of an acoustic
pressure Wdb expressed in decibel relative to 20µPa ex-
citing the cantilever at its first resonant mode in the z
direction, equation (10) is modified to obtain the deflec-
tion at the free end of the cantilever:
zLdynamic =
20.10(−6+(Wdb/20)).l.L4.Q1
8.E.I
(11)
l is the width of the cantilever.
With assumptions of linearity: in response to a sinu-
soidal acoustic excitation, the r.m.s deflection (i.e. acous-
tic sensitivity) can be obtained by dividing the maximum
deflection of the free end of the cantilever zLdynamic by a
factor of
√
2:
〈r.m.sacoustic〉WdB =
20.10(−6+(Wdb/20)).l.L4.Q1
8.
√
2.E.I
(12)
Finally, using equation (4), we have introduced the
spring constant keff1 of the cantilever in equation (12),
and the analytical expression of the acoustic sensitivity
becomes:
〈r.m.sacoustic〉WdB =
60.10(−6+(Wdb/20)).l.L.Q1
8.
√
2.keff1
(13)
Equations (9) and (13) will be validated with experi-
ments when one of the two sources of noise is predom-
inant. After that, an interpolation of the models will
be carried out for an evaluation of the noise interference
range.
III. EXPERIMENTAL ANALYSIS OF THE THERMAL
AND ACOUSTIC SENSITIVITIES OF THE AFM
CANTILEVERS
For experiments, tipless AFM cantilevers from Mikro-
Masch Inc are used: D, E and F cantilevers of the CSC12
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chip (Fig. 2) . The manufacturer gives typical values of
the dimension, spring constant (stiffness) and resonant
frequency of each cantilever as shown in TABLE II. The
cantilevers are made from n-doped silicon (phosphorus
doped) with a Young’s modulus E = 169GPa.
FIG. 2. F, E and D cantilevers of the CSC12 chip (Mikro-
Masch Inc).
TABLE II. Dimensions, resonant frequency and stiffness
(spring constant) of the F, E and D cantilevers (CSC12 chip)
provided by the manufacturer. min: minimum, typ: typical,
max: maximum.
Cantilever F E D
min typ max min typ max min typ max
length ±5µm 250 350 300
width ±3µm 35 35 35
thickness 0.7 1 1.3 0.7 1 1.3 0.7 1 1.3
resonant fre-
quency KHz
14 20 28 7 10 14 9.5 14 19
stiffness N/m 0.02 0.08 0.2 0.01 0.03 0.08 0.01 0.05 0.1
The thermal sensitivity is studied in the environmental
condition where most sources of acoustic noise (air con-
ditioners, fans, etc.) are reduced. In this case, we have
performed environmental acoustic measurements using a
microphone (40AE) from G.R.A.S. Sound & Vibration and
found that the level of acoustic noises in the frequency
range [1 KHz - 20 KHz] does not exceed 15dB. Neverthe-
less, to ensure that in such conditions the thermal noise is
predominant, the cantilevers are heated and experimen-
tal values of 〈r.m.sthermal〉T versus the temperature are
compared with the thermal noise model.
 
 
 
 
 
 
 
 
 
      
side 1  
side 2  
+
_  
Aluminum  Aluminum  
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+
Peltier  
module   
Thermocouple K   
CSC12  
chip 
Thermal glue F, E, D cantilevers
(a) (b) 
MSA-500 
Laser beam 
FIG. 3. Experimental setup for the thermal sensitivity anal-
ysis: side view (a) and top view (b).
On the other hand the acoustic sensitivity is studied
at a constant temperature (room temperature) which
is equal to 22◦C. The acoustic characterization is per-
formed using a specific loudspeaker (see section III.B) to
validate the beam deflection model based on the assump-
tions of uniform and orthogonal waves.
A. Analysis of the thermal sensitivity
The thermal sensitivity of the cantilevers is studied
using a Peltier module from European Thermodynamics.
One side of the module is attached to a heatsink made of
aluminum and the CSC12 chip is glued on the other side
with a thermal glue (Fig. 3). For the local temperature
measurement, a type K thermocouple is fixed on the base
of the chip using the thermal glue and is connected to an
analog to digital converter from Texas Instruments Inc
for the data acquisition.
FIG. 4. Measurement of the cantilevers thermal sensitivity
using the MSA-500 micro system analyzer.
The thermocouple is not attached directly to the can-
tilevers to avoid affecting their dynamic behavior. At a
given temperature, the deflection (normal direction) at
the free end of each cantilever is measured by a high
resolution laser sensor (Microsystem analyzer MSA-500)
from Polytec-PI Inc (Fig. 4). This device is able to per-
form deflection measurements at the Picometer level.
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FIG. 5. Effect of the temperature on the power spectrum of
the cantilever E at the first vibration mode.
The thermal sensitivity is studied according to the fol-
lowing steps: 1) The supply voltage of the Peltier module
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is tuned in order to get a desired temperature and the
CSC12 chip is maintained at this temperature during a
quarter of an hour to allow a homogeneous distribution of
temperature on the silicon structure. 2) Vibration mea-
surements are performed at the free end of each cantilever
with 51.2 KHZ sampling frequency. 3) The temperature
is increased by 5◦C and steps 1 and 2 are repeated. The
analysis is performed from 0◦C up to 100◦C and for each
temperature, the PSD of the measured deflection is com-
puted and averaged 128 times.
        







	



 














 !
"!
#!
 $%
"$%
#$%
FIG. 6. Thermal sensitivity of the E, D and F cantilevers:
model and experiments.
The effect of the temperature on the power spectrum of
the cantilever E is shown in Fig. 5 around the first vibra-
tion mode. For studied temperatures, the resonant fre-
quency of the cantilever remains overall constant, while
the area under the fundamental peak increases with in-
creasing temperature. This indicates that the spring
constant depends very little on the temperature in the
studied temperature range and that measured signals are
thermal noise. The same phenomenon is observed on the
two other cantilevers.
At each temperature, r.m.s deflections are calculated
from PSDs in a 6 KHz bandwidth and equation (9) is fit-
ted on obtained data using the spring constant keff1 as
the only parameter to be adjusted. The curve of the ther-
mal sensitivity versus the temperature is then obtained
for the three cantilevers and calibrated spring constant
values are derived (see TABLE III).
A good agreement is observed between the thermal
noise model (based on the equipartition theorem) and
the experimental measurements (Fig. 6) when the can-
tilevers are well calibrated. This demonstrates that the
thermal noise was predominant on the cantilevers during
experiments and that the thermal sensitivity has been
studied without noise interference.
B. Analysis of the acoustic sensitivity
At room temperature, the acoustic sensitivity of the
cantilevers is analyzed using a loudspeaker (SD 28 CR08F)
from ATOHM to generate acoustic noises, the (40 AE)
TABLE III. AFM characterization results using the thermal
noise method.
cantilever resonant frequency 〈r.m.sthermal〉22◦C spring constant
E 7.09 KHZ 675pm 0.0087N/m
D 8.63 KHZ 595pm 0.0112N/m
F 15.5 KHZ 365pm 0.03N/m
microphone for acoustic measurements and a laser inter-
ferometer sensor (SP-120) from SIOS MeBTechnik GmbH
for the measurement of the free end deflection of the
cantilevers (Fig. 7). The loudspeaker has a large fre-
quency bandwidth allowing the generation of acoustic
noises from 1 KHz to 20 KHz. The frequency range of
the microphone is [3.15 Hz - 20 KHz] and the resolution
of the laser interferometer is 0.01nm.
During the study, the microphone is placed at a 12
cm distance from the loudspeaker in order to define the
acoustic level/supply voltage characteristic of the loud-
speaker in the far field (Fraunhofer Region). After that,
the microphone is removed and the micro-cantilevers are
placed at the same distance from the loudspeaker for the
analysis of the acoustic sensitivity.
The smallest wavelength λ that can generate the SD
28 CR08F loudspeaker is the one of a monochromatic
acoustic signal with a frequency f=20KHz, such as:
λ =
C
f
= 17mm (14)
With C = 340m/s is the speed of the sound in dry air at
20◦C.
This wavelength is 48 times larger than the length of
the longest cantilever used in the study. Consequently,
the hypothesis of uniform and orthogonal waves is suffi-
cient for the acoustic sensitivity model (13).
FIG. 7. Experimental setup for the acoustic sensitivity anal-
ysis.
The acoustic sensitivity is evaluated experimentally by
exciting the three cantilevers (at their first resonant fre-
quency) with sinusoidal acoustic noises from 30dB until
70dB with a step of 2dB between two excitations. The
free end deflections of the cantilevers in response to the
acoustic excitations are measured with 100 KHz sampling
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TABLE IV. Acoustic and thermal sensitivities of the E, D and F cantilevers. (Values obtained from the calibrated thermal and
acoustic sensitivity models)
Cantilevers 〈r.m.sthermal〉22◦C 〈r.m.sacoustic〉12dB 〈r.m.sacoustic〉24dB 〈r.m.sacoustic〉60dB
E 675pm 331.11pm 1.31nm 83nm
D 595pm 296.33pm 1.17nm 74.43nm
F 365pm 215.17pm 856.63pm 54.05nm
frequency. Then, experimental 〈r.m.sacoustic〉WdB are ob-
tained according to the level of acoustic noises.
To avoid the transmission of the vibrations caused by
the loudspeaker to the cantilevers through the ground,
the support holding the cantilevers is fixed on a vibration
isolation table while the loudspeaker is positioned out of
this table.
The measurements of the deflections of the free end of
the cantilevers by the laser sensor are performed in two
conditions: -in the first one, the head of the laser sensor
is placed at a 50mm distance from the cantilevers, - in
the second one, the distance is increased by 190mm. For
the two conditions, the difference between the amplitude
of the deflection of the cantilevers during the acoustic
excitation, is found to be less than 1%. This comparison
is performed to check if acoustic waves are reflected back
to the cantilevers due to the head of the laser sensor.
The acoustic sensitivity model (13) is then compared
with the experimental r.m.s measurements using the ra-
tio Q1/keff1 as the only parameters to be adjusted. The
typical values of the length L and the width l given by
the manufacturer (see TABLE II) are used in the model.
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FIG. 8. Acoustic sensitivity of the E, D and F cantilevers:
model and experiments.
The good agreement between the model and the ex-
perimental r.m.s measurements (Fig. 8) is obtained for
ratios equal to: 1.28×103, 1.33×103 and 1.16×103 for the
cantilevers E, D and F respectively. Results of the char-
acterization show the high sensitivity of the cantilevers
to acoustic noises and that for the range of acoustic pres-
sures produced by the loudspeaker, the thermal noise is
exceeded.
The thermal and acoustic sensitivity models have been
validated with experiments when one of the two sources
of noise is predominant. However, in the noise inter-
ference range it is not possible to evaluate experimen-
tally the contribution of each source of noise on the r.m.s
deflection. To overcome this limitation, the calibrated
models are used to describe separately the effect of each
source of noise on the cantilevers when both noises are
significant.
C. Analysis of the noise interference range
The range of interference between the two studied
sources of noise is analyzed by comparing the thermal
and acoustic sensitivity models of each cantilever. In the
case of the cantilever E, Fig. 9 shows the two curves of
interest.
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FIG. 9. Acoustic and thermal sensitivities of the cantilever
E: derivation of the noise interference range.
At room temperature, the level of the r.m.s thermal
noise is closely the same than the r.m.s deflection pro-
duced with 18dB acoustic noises. In this environmental
condition, the interference between the two sources of
noise is maximum and no efficient characterization pro-
cess can be performed. Moreover, by referring to the
acoustic sensitivity model, at 12dB, 50% of the thermal
noise is reached and for 24dB the thermal noise is sur-
passed only by a factor of 2 (see TABLE IV). We have
then defined the range of the noise interference at room
temperature to be [12dB − 24dB] for the cantilever E.
The same work has been performed for the two other
cantilevers and the noise interference range at room tem-
perature is obtained for the following acoustic levels:
[13dB − 25dB] and [16dB − 28dB] for cantilevers D and
F respectively. Note that, the analysis of the noise inter-
ference range can also be performed considering a tem-
perature range and a constant acoustic pressure.
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The noise interference range for the three cantilevers
is shown in Fig. 10. Such results provide a knowledge
on the order of magnitude of acoustic noises which pro-
duce a high interference with thermal fluctuations in can-
tilevers whose spring constants are close to ones of the
studied AFM cantilevers. Environments in which atomic
force microscopes operate are often noisy. The sources of
noise are typically heating and cooling vents, laboratory
fume hoods, external traffic, etc. The study reported in
this paper demonstrates the influence of such environ-
ments on low stiffness AFM cantilevers when the level of
the acoustic noise exceeds 30dB at the [1 KHz - 20 KHz]
frequency range. Environmental conditions in which an
acoustic isolation platform is required can then be de-
fined.
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FIG. 10. Enlarged view of noise interferences in the can-
tilevers E, D and F.
In this study, we consider that acoustic noises can also
be advantageously used for the characterization of an
AFM cantilever when the threshold of the thermal noise
is exceeded (see Fig. 9). Indeed, acoustic noises can gen-
erate r.m.s deflections with magnitudes reaching several
nanometers if the cantilever is excited at its first res-
onant frequency. Then, the experimental derivation of
the cantilever resonant frequency, the quality factor and
the spring constant values can be performed without the
use of position sensors with a Picometer resolution. In
the next section, we demonstrate experimentally the ef-
fectiveness of such a characterization process. For this
purpose, the knowledge of the noise interference range is
fundamental for an appropriate choice of the level (mag-
nitude) of acoustic noises required for the characteriza-
tion.
IV. CHARACTERIZATION OF THE AFM
CANTILEVERS USING ACOUSTIC NOISE
In this section, a calculation of the cantilevers resonant
frequency is performed in the time domain, the spring
constant and the quality factor are identified from exper-
imental deflection measurement and the accuracy of the
identified parameters is evaluated.
            
FIG. 11. Spectrogram of the chirp signal measured by the 40
AE microphone.
A. Estimation of the cantilevers resonant frequency
The precise value of the resonant frequency of an AFM
cantilever is required in many existing calibration tech-
niques such as the Cleveland method and the Sader
method (see TABLE I). We propose to estimate the res-
onant frequency of the cantilevers without the use of a
spectral analysis. Indeed, in the frequency domain, the
precise value of the resonant frequency is quite difficult
to obtain due to the low quality factor of the cantilevers.
A frequency sweep is then performed to estimate the
frequency which causes the largest deflection of the can-
tilever. A linear chirp signal is then generated. The
general equation of this signal is:
Chirp(t) = Sin
(
2pi.(f0 +
f1 − f0
t1
.t).t
)
(15)
Where f0 and f1 are the instantaneous frequencies at
times t = 0 and t = t1 respectively.
When generating a discrete linear chirp signal with a
sampling frequency Fe, the frequency sweep occurs from
f0 at t = 0 until Fe2 at t = tFe with a positive slope when
0 < t < tFe and a negative slope for tFe 6 t < 2tFe . The
frequency sweep is then repeated with a period of 2.tFe .
This can be observed through the spectrogram of the
chirp signal.
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FIG. 12. Amplitude spectral density of the chirp signal.
In our study, a discrete linear chirp signal is gener-
ated with 50 KHz sampling frequency. The parameters
of the signal are defined as: f0 = 1 Hz, f1 = 15 KHz and
t1 = 0.5s. The spectrogram and the amplitude spectral
density of this acoustic signal measured by the micro-
phone are shown in Fig. 11 and Fig. 12 respectively.
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TABLE V. Comparison between the characterization results of the E, D and F cantilevers using the thermal and acoustic
approaches.
Thermal noise method acoustic noise method error
Cantilever f1 keff1 Q1 f1 keff1 Q1 f1 (%) keff1 (%) Q1(%)
E 7.09 KHz 0.0087N/m 9.5 7.069 KHz 0.0076N/m 9.73 0.29% 12.64% 2.42%
D 8.63 KHz 0.0112N/m 12.25 8.96 KHz 0.0098N/m 13.1 3.82% 12.5% 6.93%
F 15.5 KHz 0.03N/m 19.1 15.7 KHz 0.0176N/m 20.5 1.29% 41.33% 7.32%
The three studied AFM cantilevers are excited with the
same chirp signal and the resulting free end deflections
are measured with the SP-120 laser interferometer sensor.
The maximum deflection of the cantilevers is obtained at
precise time intervals: ∆ TE, ∆ TD and ∆ TF for the
cantilevers E, D and F respectively (Fig. 13). Each time
interval is related to the resonant frequency which can
be extracted from the spectrogram of the chirp signal.
According to this, a precise value of the first flexural
resonant frequency is obtained for each cantilever (TA-
BLE V). Results are compared with ones derived from
the thermal spectrum.
       




	













       






















 


!

       






















"


!

       





#!$

















	


!

# #"

%


&
'&(
#	
&(
FIG. 13. Characterization of the first resonant frequency of
the AFM cantilevers using the acoustic chirp signal. Spectro-
gram of the chirp signal (a), free end deflection of the can-
tilevers E (b), D (c) and F (d).
 
12 cm 
0° 
5°: angle of incidence 
Loudspeaker  
(SD 28 CR08F) 
Microphone (40AE) 
FIG. 14. Simplified scheme showing the position of the mi-
crophone according to two different angles of incidence.
B. Identification of the spring constant and the quality
factor
The ratio Q1/keff1 of each cantilever has been estimated
in section III. B using the acoustic sensitivity model in
which the length and the width of each cantilever are
taken as provided by the manufacturer (typical values).
It must be noted that one of the major source of uncer-
tainty in the estimation of the ratio Q1/keff1 stems from
the acoustic noise measurement error. For instance, at
60dB, a measurement error of 1dB leads to an uncertainty
of 12.2% in equation (13). This uncertainty is equal to
18.85% if the measurement error is 1.5dB. The error in
the acoustic noise measurement is mostly due to the an-
gle of incidence (Fig. 14) between the microphone and
the loudspeaker.
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FIG. 15. Effect of the angle of incidence on the amplitude
spectral density of the chirp signal measured by the 40 AE
microphone.
As such, Fig. 15 shows the effect of a deviation of 5◦
of the angle of incidence on the amplitude spectral den-
sity of the chirp signal previously generated. The level of
the measurement’s error at frequencies neighboring the
resonant frequencies of the studied cantilevers can be ob-
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served. For this reason, throughout the study, a fine
adjustment of the angle of incidence has been performed
before each acoustic noise measurement.
On the other hand, the accuracy of the acoustic cal-
ibration method can be improved if the length and the
width of each cantilever are measured under a Scanning
Electron Microscope (SEM). Indeed, uncertainties of the
length are 1.42%, 1.66% and 2% for the cantilevers E, D
and F respectively. Besides, the uncertainty of the width
is much higher and equal 10.57% for all the cantilevers.
Such improvement will be carried on in future works.
To identify separately the spring constant and the
quality factor of the cantilevers, we have used the sec-
ond order differential equation described in equation (6)
considering the first vibration mode (i.e. n = 1) and the
acoustic sensitivity model to obtain the following equa-
tion:
∂2z1(t)
∂t2
+
ω1
Q1
.
∂z1(t)
∂t
+
keff1
meff1
.z1(t) =
Fnoise
meff1
(16)
With:
Fnoise =
60.10(−6+(Wdb/20)).l.L
8
(17)
In order to reduce the number of parameters to be
identified, the effective mass is expressed in terms of the
effective spring constant and the angular frequency of the
first vibration mode:
∂2z1(t)
∂t2
+
ω1
Q1
.
∂z1(t)
∂t
+ ω21 .z1(t) =
ω21
keff1
.Fnoise (18)
Then, the model is translated into the state space rep-
resentation. The free end deflection z1 and the velocity
z˙1 are the states of the model:
[
z˙1
z¨1
]
=
[
0 1
−ω21 −ω1Q1
]
.
[
z1
z˙1
]
+


0
ω21
keff1

 .Fnoise
z =
[
1 0
]
.
[
z1
z˙1
] (19)
In this study, since the ratio Q1/keff1 is known (see
section III.B), the only parameter to be identified is the
quality factor Q1. The angular frequency (proportional
to the resonant frequency) has been accurately estimated
with the acoustic characterization. Moreover, the spring
constant can be thereafter deduced from the identified
quality factor and the ratio Q1/keff1 .
For the identification, a sinusoidal acoustic noise of a
magnitude equal to 60dB is generated by the loudspeaker.
This magnitude is chosen to ensure that the experiments
are performed well above the noise interference range.
The purpose is to excite the cantilever at its first resonant
frequency. Then, the free end deflection is measured with
the laser interferometer sensor (SP-120).
In the model, a sinusoidal signal is set in the variable
Fnoise with Wdb = 60dB. The frequency of the signal
is equal to the resonant frequency of the cantilever to
be characterized. To solve equation (19), several solvers
from the Matlab software have been tested (ode45, ode23,
ode113 and ode23s). We found that the most accurate
solution (comparing to the experimental deflection mea-
surement) is obtained with the ode23s solver which is
well adapted to problems with crude error tolerances.
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FIG. 16. Free end deflection of the cantilever E in response
to a 60dB sinusoidal excitation at its first resonant frequency
(model and experimental measurements).
The value of Q1 within the model is then optimized us-
ing the experimental data and a least squares identifica-
tion method (Levenberg- Marquardt algorithm). Start-
ing from an initial value of the parameter to be optimized
as: Q1 = 500, the optimal value leading to a minimum er-
ror between the output of the model and the experimen-
tal deflection (Fig. 16) is obtained for each cantilever and
results are presented in TABLE V. The maximum error in
the estimation of the quality factor between the thermal
and acoustic methods is less than 8%. For the thermal
method, the quality factor is derived by fitting equation
(7) on the thermal spectrum at room temperature.
Moreover, the values of the spring constant of each can-
tilever are deduced and compared with ones calibrated
from the thermal method. Results are also reported in
TABLE V. The estimation of the spring contant with the
acoustic method leads to a maximum error (taking into
account the thermal calibration as a reference) of 41.33%
for the case of the cantilever F.
The acoustic characterization method can be extended
to the analysis and the characterization of stiffer can-
tilevers provided that the scientific instrumentation for
the acoustic noise analysis is characterized by a fre-
quency bandwidth covering the first resonant frequency
of the AFM cantilever. Some commercially available mi-
crophones and loudspeakers can cover frequency band-
widths from several Hz up to 100 KHz . For instance the
40BF microphone from G.R.A.S. Sound & Vibration has
a frequency range of [10 Hz - 100 KHz]. Moreover, the
ESTD01 sound generator designed by Murata Manufac-
turing Company, Ltd. is characterized by a frequency
bandwidth of [15 KHz - 100 KHz].
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V. SUMMARY AND CONCLUSIONS
In this paper, thermal and acoustic noises in low stiff-
ness AFM cantilevers have been analyzed. Models and
experiments allowed defining independently the contri-
bution of each source of noise on the r.m.s free end de-
flection of three different commercial low stiffness AFM
cantilevers. The purpose has been to evaluate the condi-
tions in which acoustic and thermal noises are uncorre-
lated to be used during a dynamic characterization pro-
cess. To this end, the thermal noise model derived from
the equipartition theorem has been verified experimen-
tally in a wide temperature range in low acoustic noise
conditions. Moreover, the acoustic sensitivity of the can-
tilevers has been studied at room temperature using a
specific scientific instrumentation and experiments have
been compared with a model. Results allowed the de-
termination of level of interference between such sources
of noise in low stiffness cantilevers. Consequently, the
level of acoustic noises required to generate r.m.s free end
deflections exceeding the noise interference range is de-
fined. In this case, the potential of using acoustic noises
for the characterization of low stiffness AFM cantilevers
is demonstrated through experimental results. The accu-
racy of the acoustic characterization is evaluated by com-
parison with results from the thermal calibration. Acous-
tic noise allows a fast easy and nondestructive estimation
of the resonant frequency, the spring constant and qual-
ity factor of an AFM cantilever. Moreover this method
can be used as a complement tool aiming at improving
the accuracy of some existing calibration methods.
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